[Use of a conductometric detector in capillary isotachophoresis of blood serum proteins].
Conductometric detectors can be employed for analysis of the blood serum proteins. Conductometric curves of various sera show at least 12 peaks corresponding to certain protein fractions and inorganic components. Isotachophoresis of individual protein preparations detects impurities in them. The type of conductometric curves of various blood sera helps diagnose abnormal shifts. Use of a spacer is not conducive to a more accurate detection of the blood serum protein compounds.